RADIO-opacity of calcium hydroxide cement compared with human tooth structure

RADIOCACIDADE DO CIMENTO DE HIDRÓXIDO DE CÁLCO COMPARADA A DAS ESTRUTURAS DENTAIS HUMANAS

Karina Lopes DEVITO¹, Ana Isabel ORTEGA², Francisco HAITER-NETO³

¹- PhD Student, Department of Oral Radiology, Piracicaba Dental School, University of Campinas, Brazil.
²- MSc, Department of Oral Radiology, Piracicaba Dental School, University of Campinas, Brazil.
³- Associate Professor, Department of Oral Radiology, Piracicaba Dental School, University of Campinas, Brazil.

Corresponding address: Karina Lopes Devito - Faculdade de Odontologia de Piracicaba – UNICAMP - Departamento de Radiologia Avenida Limeira, 901 - CP 52 - CEP: 13414-903 - Piracicaba - SP - Brazil - Email: radiologia@fop.unicamp.br - Phone: 55-19-3412-5327

Received: January 06, 2004 - Returned for modification: March 03, 2004 - Accepted: March 22, 2004

ABSTRACT

Aims. All materials added to teeth should present an adequate radiopacity to allow the detection of secondary caries. Usually, in extensive cavities, base materials like calcium hydroxide cement are used for the purpose of protecting the pulp. In an attempt to improve the efficiency of radiographic detection of this material, this study aimed to determine the radiopacity of three calcium hydroxide cements and to compare the radiopacity of these materials with dentin and enamel.

Methods. Radiographs were taken of 1-mm thick specimens of three calcium hydroxide cements: Hydro-C, Dycal and Life, an aluminium stepwedge, a lead foil, and one 1-mm thick human tooth slice. Densitometric measurements were obtained after radiographic processing. The radiopacity values of the calcium hydroxide cements, dentin and enamel were expressed in terms of the equivalent thickness of aluminium.

Results. The analysis of variance indicated statistically significant difference only for Life, which presented the lowest radiopacity when compared to the other cements. However, all cements and enamel possessed a radiopacity equivalent to 2mm Al, while dentin presented a radiopacity equivalent to 1mm Al.

Conclusion. All tested cements presented a similar radiopacity to that of enamel and they meet the ISO 4049 specifications.

Uniterms: Radiopacity; Calcium hydroxide cement; Enamel; Dentin.
INTRODUCTION

It is important that all materials added to teeth like base, lining or restorative materials present an adequate radiopacity to allow detection of secondary caries and excess material at the proximal surfaces, evaluation of proximal contour, differentiation between base materials, restorative materials and surrounding dental structures, detection of voids in the restorations and location of some material that has been accidentally aspirated, inhaled or can eventually be in soft tissues1-3,5-8,20,21.

Usually, in extensive cavities, base materials are used beneath the restorative material, with the purpose of helping in the reparative process of the affected pulp and to protect it against the aggressions to which it may be submitted. The base material is used to replace the dentin that was destroyed by caries and/or cavity preparation. A variety of materials has been used as base13.

Calcium hydroxide cement is commonly used as base beneath composite restorations because it is considered to be beneficial to the dentin-pulp complex. This cement allows decalcified dentin to be mineralized and induces the formation of sclerosed and repaired dentin, as it has antibacterial properties due to its high pH12.

A large number of studies emphasize the advantageous biological properties of calcium hydroxide cement, but only a very limited number evaluate the radiopacity of this material. Abreu, et al.2, in 1977, investigated the radiopacity of 28 dental materials including two commercially available calcium hydroxide cements: Hydrex and Dycal. After densitometric measurements, these materials were included in the group of those presenting moderate radiopacity, meaning that they were not easily detectable in the dental structures. McComb12, in 1983, studied five calcium hydroxide cements and the results of the radiopacity tests indicated that four of the commercial materials had similar radiopacities, which were greater than that of human dentin and would show up well on radiographs.

Based on the limited literature and in the attempt to improve the efficiency of radiographic detection of calcium hydroxide cement, this study evaluated the radiopacity of three calcium hydroxide cements and compared it to the radiopacity of dentin and enamel.

MATERIAL AND METHODS

The radiographs were obtained using a dental X-ray machine (General Electric Co., USA) model 1000, 70kVp, 10mA, 0.5mm of inherent filtration and 1.5mm of aluminium added filtration. The focus-film distance was kept constant with the use of a device that provided an incidence of the radiation beam perpendicular to the film and the radiographed objects. Pilot tests were carried out to determine the exposure time of 0.16s, which was defined as that presenting an optical density of 1 (± 0.1) in the radiographic image of 10mm step.

Occlusal EO-41P films (Eastman Kodak Co., Rochester, NY, USA) were used. The radiographed objects were samples of three commercially available calcium hydroxide cements: Hydro-C (Dentsply/York Division Co., USA), Dycal (Dentsply/York Division Co., USA) and Life (Kerr, Portland, Oregon, USA); an aluminium stepwedge with thickness varying from 1 to 12mm, with increments of 1mm; a lead foil (to determine the base density and fog) and one slice of human molar of 1-mm thickness (mesiodistal direction).

Eight specimens of each tested material were prepared with a thickness of 1mm (± 0.1), adding up to 24 cement samples. This thickness was used because it most closely resembles that of dental restorations and was established by a caliper (Mitutoyo, Japan). The materials were inserted into 1-mm deep and 4-mm internal diameter elastomer molds for fabrication of the samples. The cements were within the validity period and were prepared according to the manufacturer’s instructions.

All specimens of tested calcium hydroxide cement, the aluminium stepwedge, the lead foil and the tooth slices were placed on the same occlusal film, to minimize possible variations with regard to film and radiographic processing (Figure 1). Five repetitions (radiographs) of this set were obtained.

The films were processed using a Gendex GPX (Dentsply/Gendex Division, Des Plaines, IL, USA) processing unit and standard chemicals (Eastman Kodak Co., Rochester, NY, USA) that had not been previously used. After development, densitometric measurements of the images of each cement specimen, all the steps of the stepwedge, lead foil and enamel and dentin were obtained for all five radiographs, using a digital densitometer (MRA, Ribeirão Preto, SP, Brazil). Three measurements were obtained for each cited area and the means of these readings were calculated.

The radiopacity values of the calcium hydroxide cement, dentin and enamel were expressed in terms of equivalent aluminium thickness (mm Al). Then, the radiopacities of these materials were compared with that of the dental
Structures.

Statistical differences between the radiopacity values of the three cements were tested by analysis of variance (ANOVA).

RESULTS

Analysis of variance showed a statistically significant difference between the means of the tested cement densities \((p = 0.0013)\). Each of the cements, as well as the enamel and the dentin were expressed as equivalent aluminium thickness. The optical densities found for the 1-mm aluminium step ranged from 1.47 to 1.58. The optical densities for the 2-mm step were 1.70 to 1.82. Means, standard deviations and the equivalent aluminium thickness of the materials are presented in Table 1.

DISCUSSION

Decisions on what should be the radiopacity of a material added to the tooth has been discussed by several authors. Prévost, et al.\(^\text{14}\), Abou-Tabl, et al.\(^\text{1}\) and Shah, et al.\(^\text{17}\) suggest that the materials should present a radiopacity not less than that of the dentin that is being replaced, so that it is not misinterpreted as decalcified dentin.

Many authors suggest that a radiopacity value higher than that of enamel is desirable in order to detect cements, bases and restorative materials\(^\text{6,8,11,15,18,19}\). Sewerin\(^\text{16}\), Espelid, et al.\(^\text{7}\), Chan, et al.\(^\text{4}\) add that a moderate degree of radiopacity is preferable to a high degree. A very high radiopacity, like that of amalgam, does not provide the best condition for detecting radiolucent areas, such as recurrent caries adjacent to restorations.

According to the International Standards Organization - ISO 4049\(^\text{10}\) the radiopacity of posterior composite resins must be higher than that of an equal aluminium thickness, if a manufacturer claims that a material is radiopaque. Materials used as base must also follow the same criteria applied to posterior composed resins for radiopacity, in order to enable caries adjacent to the restorations and the dental structures to be differentiated\(^\text{1}\).

Analyzing the mean optical densities of the tested cements, only Life showed a statistically significant difference from the others. However, when the densities were expressed in equivalent aluminium thickness, all cements presented mean densities in the range equivalent to 2-mm aluminium. This can also be observed for the enamel that presented a mean optical density of 1.56. Therefore, all the tested materials, as well as the enamel, presented a radiopacity equivalent to 2-mm aluminium.

The results obtained in this study are in accordance with the specifications of the International Standards Organization, since 1mm of the tested materials has a radiopacity equivalent to a greater thickness of aluminium (2mm), and thus these cements may be considered to be radiopaque. The significant difference found between the optical densities for Life cement (less radiopacity) probably does not have a clinical meaning for radiographic interpretation. Therefore it may be concluded that all tested cements presented radiopacity values similar to that of enamel.

Abreu, et al.\(^\text{2}\) classified Dycal in the group of cements presenting moderate radiopacity, meaning that it was not easily detectable in dental structures. However, McComb\(^\text{12}\) found the same radiopacity value as Life and Dycal and this value was greater than that of human dentin. These latter results agree with those found in this study.

The methodology applied to this study is similar to that used in most studies about the radiopacity of dental materials. Expression of radiopacity in the equivalent aluminium thickness allows comparison between the radiopacity of the tested materials and that of the surrounding dental structures (enamel and dentin). Moreover, it allows comparison between the results found in several studies, with some limitations due to the pureness of the aluminium used in the stepwedge\(^\text{22}\) and the different radiopacity values found for the enamel and dentin\(^\text{9}\).

The radiopacity value obtained for the enamel and dentin in this study is very similar to that found by Williams and Billington\(^\text{23}\), who observed a radiopacity value of 2.1 mm Al for enamel and 1mm Al for dentin. These data are also in agreement with van Dijken, et al.\(^\text{21}\), who showed that the radiopacity value of dentin is approximately equivalent to that of aluminium of the same thickness and that enamel is approximately two times more radiopaque than aluminium.

Thus, it was concluded that only Life showed a statistically significant difference in relation to the other two cements, presenting the lowest radiopacity. When using mm aluminium to express the radiopacity, all the tested cements presented a thickness equivalent to 2 mm aluminium, similar to that of enamel.

<table>
<thead>
<tr>
<th>Material</th>
<th>Mean (s.d.)</th>
<th>Equivalent aluminium thickness</th>
</tr>
</thead>
<tbody>
<tr>
<td>Life</td>
<td>1.57 (0.03)(^a)</td>
<td>2 mm Al</td>
</tr>
<tr>
<td>Dycal</td>
<td>1.49 (0.03)(^a)</td>
<td>2 mm Al</td>
</tr>
<tr>
<td>Hydro C</td>
<td>1.47 (0.02)(^a)</td>
<td>2 mm Al</td>
</tr>
<tr>
<td>Enamel</td>
<td>1.56 (0.02)</td>
<td>2 mm Al</td>
</tr>
<tr>
<td>Dentin</td>
<td>1.77 (0.03)</td>
<td>1 mm Al</td>
</tr>
</tbody>
</table>

\(*\) Values with the same superscript letters are not significantly different at \(p<0.05\).
REFERENCES


